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Change #1, 584 
Under SPECIFICATIONS, 

Remove: 
Accuracy ....... ±1/8 inch @ 60 feet (outdoor 

w/detector) (±3 mm @ 20 meters) 
Add: 
Line  
Accuracy ....... ±1/8 inch @ 50 feet (outdoor 

w/detector) (3 mm @15 meters) 

Change #2, 464 
On the Cover, add the  Symbol. 
 
 


